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 Recent outbreaks of deadly infectious diseases, such as Ebola and Middle 
East respiratory syndrome coronavirus, have motivated the research for accu-
rate, rapid diagnostics that can be administered at the point of care. Nucleic 
acid biomarkers for these diseases can be amplifi ed and quantifi ed via 
polymerase chain reaction (PCR). In order to solve the problems of conven-
tional PCR—speed, uniform heating and cooling, and massive metal heating 
blocks—an innovative optofl uidic cavity PCR method using light-emitting 
diodes (LEDs) is accomplished. Using this device, 30 thermal cycles between 
94 °C and 68 °C can be accomplished in 4 min for 1.3 µL (10 min for 10 µL). 
Simulation results show that temperature differences across the 750 µm thick 
cavity are less than 2 °C and 0.2 °C, respectively, at 94 °C and 68 °C. Nucleic 
acid concentrations as low as 10 –8 ng µL –1 (2 DNA copies per µL) can be am-
plifi ed with 40 PCR thermal cycles. This simple, ultrafast, precise, robust, and 
low-cost optofl uidic cavity PCR is favorable for advanced molecular diagnos-
tics and precision medicine. It is especially important for the development of 
lightweight, point-of-care devices for use in both developing and developed 
countries. 
an essential technique in the fi elds of 
clinical laboratories, environmental sci-
ence, forensic science, and agricultural sci-
ence. [ 6–10 ] Typically, PCR, which requires 
multiple cycles between two or three dis-
crete temperatures, requires an hour or 
more per amplifi cation because of the 
large thermal mass of Peltier-based heating 
blocks, as well as the slow heat transfer 
between the heating block and the plastic 
PCR tube. [ 11 ] However, fast/ultrafast PCR 
is highly desirable for applications such as 
time-sensitive diagnosis of infectious dis-
eases, methicillin-resistant  Staphylococcus 
aureus (MRSA) and sepsis at the point-of-
care (POC) level, because fast therapeutic 
turnaround time (TAT) decreases not only 
the mortality rate but also the severe risk 
of unknowingly transmitting the disease 
to others. [ 11–13 ] Therefore, many indus-
trial companies and academic groups 
have worked on improving PCR thermal 
cyclers to reduce the amplifi cation time by 
increasing the heating and cooling rates. 
 Commercial PCR systems such as the LightCycler 2.0, which 
uses air heating/cooling and capillary tubes, and the xxpress 
PCR, which uses direct resistive heating, can perform 
30 thermal cycles within 10 min. [ 11,14 ] These systems are excel-
lent equipment in research laboratory; however, they are not 
suitable for POC testing due to their high power consumption 
(800–1000 W maximum) and heavy weight (more than 20 kg). 
In resource-limited environments such as in developing coun-
tries or fi eld laboratories, we need a portable, robust, simple, 
and fast PCR, which is easy to use with low power through 
miniaturization and integration. [ 15,16 ] 
 In order to meet these requirements, integrated micro-
fl uidic approaches for fast/ultrafast PCR systems have been 
extensively studied to reduce amplifi cation time by decreasing 
sample volume (i.e., thermal mass), which allows for fast heat 
transfer and, thus, faster thermal cycling with less power con-
sumption. [ 16–26 ] The most commonly used method for static 
microfl uidic PCR thermal cycling is resistive heating with 
microfabricated thin fi lm heaters and a resistance temperature 
detector (RTD). [ 19,20 ] In this design, the PCR runs in the micro-
fl uidic chamber above resistive thin fi lm heaters. While the 
power consumption is relatively low in this method, it requires 
a complicated fabrication process to integrate the thin fi lm 
heater and RTD on the same chip. Peltier heat block technology 
is also widely used for both static and continuous-fl ow PCR due 
to its rapid heating and cooling rates, but this technology also 
 1.  Introduction 
 Recent global outbreaks of deadly diseases, such as Ebola virus 
disease (EVD), Middle East respiratory syndrome coronavirus 
(MERS-CoV), and human infection with Avian infl uenza A 
(H7N9) virus, have motivated an urgent need for rapid and 
accurate diagnostics. [ 1–5 ] Polymerase chain reaction (PCR), the 
“gold standard” for many medical diagnostic tests, has become 
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requires higher power consumption. [ 21,22 ] In continuous-fl ow 
PCR, PCR amplifi cation occurs when the reaction samples pass 
through discrete temperature zones. [ 23,24 ] This method can pro-
duce faster thermal cycling than can static PCR, but it requires 
an external syringe pump for fl ow control and lacks the capa-
bility to change the number of cycles. Another approach 
includes infrared (IR)-mediated noncontact selective heating of 
the PCR mixture for PCR thermal cycling using an IR laser or 
fi lament lamp, which harnesses water's strong IR absorbance 
property at wavelengths greater than 1000 nm. [ 25,26 ] However, 
as the volume of the PCR mixture increases from nanoliter to 
microliter, the total thermal cycling time also increases from 
≈5 to ≈40 min. 
 Recently, the plasmonic photothermal heating of gold (Au) 
nanoparticles (AuNPs) using a pulsed or continuous-wave laser 
has been widely investigated for the photothermal therapy of 
cancer and fast PCR. [ 27,28 ] However, this arrangement is not 
ideal for POC testing, because it not only requires expensive 
lasers but also lacks reliable AuNP-based sample preparation. 
More recently, we have introduced a novel ultrafast photonic 
PCR method that combines a thin Au fi lm as a plasmonic 
photothermal light-to-heat converter and light-emitting diodes 
(LEDs) as a heat source. [ 29 ] In comparison to AuNPs-based fast 
PCR, the plasmonic photothermal heating of microfabricated 
Au thin fi lm for ultrafast photonic PCR has many advantages 
since microfabrication technology can provide precise geomet-
rical controls, accurate thin fi lm thickness process, enabling 
novel integrated devices, and reproducible microdevices. In 
this method, the 120 nm thick Au fi lm on the bottom of the 
reaction well generates heat due to its strong absorption of the 
light from a 3 W blue LED, resulting in the heating of the sur-
rounding solution to 150 °C within 3 min, as well as the ultra-
fast completion of 30 thermal cycles within 5 min. While this 
method is promising for POC diagnostics due to its ultrafast 
thermal cycling ability, low power consumption, and simple 
confi guration for system integration, we need to improve its 
relatively low amplifi cation effi ciency. In order to accomplish 
accurate and reliable PCR-based diagnostics, we have to solve 
the issues of temperature gradient in the PCR mixture caused 
by heating only on one side and the reliable positioning of the 
thermocouple for temperature control. 
 Here, we present a novel LED-driven optical cavity PCR for 
accurate, fast, and reliable POC diagnostics. By employing an 
optical cavity consisting of two thin Au fi lms for evenly absorbed 
light, the temperature uniformity of the PCR mixture is greatly 
improved, showing a temperature difference of less than 2 °C 
at 94 °C and 0.2 °C at 68 °C. Depending on the PCR reaction 
volume from 1.3 to 10 µL, 30 thermal cycles from 94 °C to 68 °C 
can be accomplished within 4–10 min. The temperature varia-
tions during 30 thermal cycles are below 1 °C for both 94 °C and 
68 °C, showing precision temperature controllability. Nucleic 
acids (c-MET cDNA) at concentrations as low as 10 −8 ng µL −1 (two 
copies per µL) were successfully amplifi ed using the LED-driven 
optical cavity PCR, with high repeatability and reproducibility. 
We propose that this PCR method is suitable for POC platforms 
because it shows excellent reliability and reproducibility and is 
capable of fast thermal cycling with amplifi cation effi ciency com-
parable to that of commercial benchtop PCR systems. 
 2.  Results and Discussion 
 2.1.  Optical Cavity PCR 
 Figure   1  a shows a schematic of light absorption in the 
optical cavity PCR for nucleic acid amplifi cation with PCR. 
The optical cavity comprises two thin Au fi lms on the top 
(denoted as Au fi lm 2 in Figure  1 a) and bottom (denoted as 
Au fi lm 1 in Figure  1 a) of the PCR cavity, both of which were 
deposited on a poly(methyl methacrylate) (PMMA) sheet. The 
two Au fi lms act as a plasmonic photothermal light-to-heat 
converter for PCR thermal cycling, as previously reported. [ 29 ] 
When the LED is illuminated, the emitted light is refl ected, 
absorbed, and transmitted to Au fi lm 1 . Subsequently, the 
transmitted light is also refl ected, absorbed, and trans-
mitted to Au fi lm 2 . The refl ected light on Au fi lm 2 exhibits 
multiple refl ections, absorptions, and transmissions in the 
optical cavity. Based on this model, the total absorption of Au 
fi lm 1 and fi lm 2 are given by ∑ = +
−
⎛
⎝⎜
⎞
⎠⎟1 1film 0 1
1 2
1 2
1A I A
T R
R R
 and 
∑ =
−
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, where  I 0 is the initial intensity of 
the light from the LED and  A 1 (and  A 2 ),  T 1 (and  T 2 ), and  R 1 
(and  R 2 ) are the absorbance, transmittance, and refl ectance 
of Au fi lm 1 (and fi lm 2 ), respectively. The thicknesses of the 
Au fi lms were optimized to obtain uniform light absorption 
by both Au fi lms ∑ ∑( )=film film1 2A A  for the greatest uniform 
temperature distribution as well as the greatest total light 
absorption ∑ ∑( )+film film1 2A A . First, the average transmit-
tance, refl ectance, and absorbance of thin Au fi lms over 
the emission wavelength of the LED was calculated from 
the measured absorption spectra of thin Au fi lms with dif-
ferent thicknesses and based on the emission spectrum of 
the LED (Figure S1 and Table S1, Supporting Information). 
Then, the absorption ratio ∑ ∑( )/film film1 2A A  and total absorp-
tion ∑ ∑( )+film film1 2A A  were calculated for different combina-
tions of top and bottom Au thicknesses, as shown in  Table  1 . 
The combination of a 10 nm thick Au fi lm 1 and a 120 nm 
thick Au fi lm 2 was optimal for both the absorption ratio 
(1.06) and the total absorption of light (70%); hence, these 
values were used as the thicknesses of the thin Au fi lms for 
the optical cavity PCR chamber. For the nucleic acid ampli-
fi cation through PCR, thermal cycling, consisting of two or 
three discrete temperatures for denaturation, annealing, and 
extension can be achieved by simply turning on and off the 
heat source LED (Figure  1 b). Figure  1 d shows a schematic 
of the LED-driven optical cavity PCR. A reference chamber 
with a type-K thermocouple was placed next to the optical 
cavity PCR chamber. The reference and cavity PCR chambers 
were designed to be covered by the beam waist ( ø 12 mm) 
at the focal length to ensure that both chambers receive the 
same intensity of light so that photothermal heating occurs 
at the same rate. Both chambers were placed at the focal 
length of the lens (25 mm from the top surface of the lens) 
for the highest light absorption. The photograph for the 
experimental setup of the LED-driven optical cavity PCR can 
be found in Figure S2 in the Supporting Information. An 
optical cavity PCR device can be designed with multiple cavi-
ties to allow for multiplexed PCR. 
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 Figure 1.  Optical Cavity PCR. a) Schematic of light absorption in the optical cavity for nucleic acid amplifi cation through a polymerase chain reaction 
(PCR). When a light is illuminated with initial intensity  I 0 , light is then refl ected ( R 1 ), absorbed ( A 1 ), and transmitted ( T 1 ) at gold (Au) fi lm 1 . Subse-
quently, the transmitted light is also refl ected ( R 2 ), absorbed ( A 2 ), and transmitted ( T 2 ) at Au fi lm 2 . The refl ected light at Au fi lm 2 exhibits multiple 
refl ections, absorptions, and transmissions in the optical cavity. The total light absorption of each Au fi lm can be calculated based on this model. For 
the uniform temperature distribution of the PCR mixture in the optical cavity, the total light absorption at Au fi lm 1 ∑( )film1A  should be equal to the 
total light absorption at Au fi lm 2 ∑( )film2A .  A 1 (and  A 2 ),  T 1 (and  T 2 ), and  R 1 (and  R 2 ): absorbance, transmittance, and refl ectance of the Au fi lm 1 (and 
fi lm 2 ), respectively. b) The absorbed light contributes to the photothermal heating of Au atoms for the thermal cycling of the PCR. Thermal cycling, 
consisting of two or three discrete temperatures for denaturation, annealing, and extension, can be achieved by turning on and off the LED for nucleic 
acid amplifi cation through the PCR. c) Schematic of cross-sectional image of cavity PCR chamber and temperature distribution in the PCR chamber. 
d) Schematic of the LED-driven optical cavity PCR. (The photograph of the experimental setup is shown in Figure S2, Supporting Information.) A refer-
ence chamber with a type-K thermocouple is placed next to the cavity PCR chamber. The reference and cavity PCR chambers are designed to be covered 
by the beam waist ( ø 12 mm) at the focal length to ensure that both chambers are heated at the same rate. The chambers are placed at the focal length 
of the lens (25 mm) for effi cient light absorption.
 Table 1.  Optimization of the Au fi lm in the optical cavity PCR chamber for uniform temperature distribution. 
Ratio a) /total absorption b) Au fi lm 2 (nm)
10 20 40 80 120
Au fi lm 1 (nm) 10 2.10/0.48 1.64/0.56 1.32/0.63 1.06/0.69 1.04/0.70
20 4.44/0.51 3.36/0.56 2.64/0.61 2.14/0.65 2.09/0.65
40 15.34/0.54 11.21/0.56 8.58/0.58 7.00/0.59 6.84/0.60
80 174.78/0.62 126.47/0.62 96.13/0.62 78.57/0.63 76.77/0.63
120 1970.97/0.63 1425.38/0.63 1082.92/0.63 885.19/0.63 864.94/0.63
 a) Ratio =
A
A
film
film2
1∑
∑ ;  
b) Total absorption = A Afilm film21∑ ∑+  .
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 2.2.  Simulation for the Temperature Uniformity of Optical Cavity 
PCR 
 We performed a set of heat transfer simulations using COMSOL 
to theoretically characterize the temperature uniformity inside 
the optical cavity during PCR thermal cycling (Figure S3, Sup-
porting Information).  Figure   2  a–d shows the calculated tem-
perature distribution inside the 750 µm thick PCR chamber 
for bottom-only and cavity (top and bottom) heating at 94 °C 
(for denaturation) and 68 °C (for annealing/extension). It is 
clear that cavity heating provides a more uniform temperature 
distribution compared with bottom-only heating, especially 
at 94 °C. The temperature gradients across the height of the 
chamber (along the white arrow) are plotted in Figure  2 e. The 
cavity heating shows better temperature uniformity, with a dif-
ference of only 1.9 °C and 0.2 °C compared to the temperature 
difference of 14.4 °C and 0.4 °C for bottom-only heating at 
94 °C and 68 °C, respectively. The effect of the PCR chamber 
height on the temperature uniformity was also investigated, 
as shown in Figure  2 f. As the height of the PCR chamber 
decreases, the temperature difference ( ΔT =  T max −  T min ) across 
the height of the chamber decreases for both the bottom-only 
and cavity heating confi gurations because heat transfer can 
be more effective in the smaller volume of a thinner PCR 
chamber. Furthermore, it is noteworthy that the cavity heating 
shows signifi cantly smaller temperature differences for all 
chamber heights at both the denaturation and annealing/exten-
sion temperatures. Therefore, employing cavity heating allows 
for uniform heating of the PCR mixture for effi cient and reli-
able nucleic acid amplifi cation. 
 2.3.  LED-Driven Optical Cavity PCR Thermal Cycler 
 Figure   3  a shows the representative temperature profi le for 
30 PCR thermal cycles from 94 °C to 68 °C using the LED-
driven optical cavity for different chamber heights. The total 
time to achieve 30 PCR cycles decreases as the cavity height 
decreases, attaining the minimum time (average 235.5 s) 
with a 100 µm thick cavity PCR chamber, which shows good 
linearity with an adjusted  R 2 value of 0.9899, as shown in 
Figure  3 b (Figure S4, Supporting Information, for the total 
time in the case of bottom-only heating). Using the thermal 
cycling result, heating and cooling rates were calculated as pre-
viously described. [ 28,29 ] The average rates during 30 PCR cycles 
and sample standard deviations were obtained, as shown in 
Figure  3 c. The fastest heating and cooling rates of 7.50 ± 0.46 °C 
and 6.35 ± 0.49 °C s −1 were obtained from the 100 µm thick 
PCR chamber. The maximum and minimum temperatures 
attained during each PCR cycle varied within less than 1 °C at 
94 °C and less than 0.5 °C at 68 °C, showing comparable tem-
perature accuracy to commercially available benchtop thermal 
cyclers. In particular, due to the lower heat mass as well as fast 
heat transfer between the thin Au fi lm and the PCR mixture 
through a 50 nm thick SiO 2 layer, the overshoot and undershoot 
for the cavity PCR were very low (0.85 °C at 94 °C, 0.25 °C 
at 68 °C) compared to the benchtop thermal cycler (≈2 °C at 
94 °C, ≈4 °C at 68 °C) when fast cycling was performed because 
the benchtop thermal cycler is not designed for fast thermal 
cycling (Figure S5, Supporting Information). To ensure that 
both chambers at position 1 (reference chamber) and position 
2 (optical cavity PCR chamber) were heated at the same rate, a 
 Figure 2.  Simulation for the temperature distribution in the cavity PCR chamber. Calculated temperature distribution for a and c) bottom-only and b 
and d) top and bottom (cavity) heating conditions in the PCR chamber when the temperature at the center of the chamber (0 µm on the  x axis and 
375 µm on the  z axis) reaches 94 °C for denaturation and 68 °C for annealing/extension. The height of the chamber is 750 µm. e) The temperature 
profi les of the PCR chambers are shown along the white arrows in (a)–(d). The cavity heating clearly shows better temperature uniformity at both 94 °C 
and 68 °C. f) Temperature difference along the  z axis (0 µm on the  x axis) of the PCR chamber as a function of PCR chamber height. The cavity heating 
shows better temperature uniformity than the bottom-only heating, with better uniformity at shorter heights.
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reference chamber with a type-K thermocouple was placed at 
both positions and thermal cycling was performed. Figure  3 e 
shows a comparison of the temperature profi les during thermal 
cycling between positions 1 and 2. From this fi gure, it can 
clearly be observed that both positions received the same inten-
sity of light from the LED for the photothermal heating of thin 
Au fi lms (Figure S6, Supporting Information). 
 2.4.  Nucleic Acid Amplifi cation Using Optical Cavity PCR 
 To verify our LED-driven optical cavity PCR method, we dem-
onstrated the amplifi cation of nucleic acids (c-MET cDNA, 
lung cancer biomarker).  Figure   4  a shows an image of the 2% 
agarose gel from the benchtop thermal cycler (Bio-Rad C1000 
thermal cycler with CFX96 real-time PCR detection system) 
and the cavity PCR (750 µm thick PCR chamber) with different 
cycle numbers from 95 °C to 68 °C. For the benchtop PCR, a 
three-step thermal cycling protocol recommended by the man-
ufacturer was used (Figure S7, Supporting Information). It 
is clear that as the cycle number is increased, the intensity of 
the band increases for the cavity PCR. The cavity PCR with a 
different chamber height (200, 400, and 750 µm thicknesses) 
was performed as shown in Figure  4 b. For the comparison, 
the same volume of PCR byproducts from different chamber 
heights was used for gel electrophoresis as diluted to 20 µL 
volume due to the small PCR sample volume for the 200 µm 
thick cavity chamber. It is noteworthy that the gel intensity 
from the 200 µm thick cavity PCR chamber is low, and this 
may be attributed to the faster cycling time and subsequently 
lower amplifi cation effi ciency. By optimizing the PCR reagents, 
the amplifi cation effi ciency can be further improved. The total 
reaction times for both the benchtop and cavity PCR are sum-
marized in Figure  4 c. A reduction of 70%–85% in total reaction 
time can be obtained using cavity PCR, although the total reac-
tion times for the KAPA2G Fast PCR kit are already 20%–70% 
shorter than for the conventional PCR assay. Figure  4 d shows 
the 2% agarose gel image from the cavity PCR with different 
initial concentrations of template DNA. There is a clear trend in 
the change in band intensity as the concentration changes. Fur-
thermore, 40 cycles of cavity PCR were able to amplify as low 
as 10 −8 ng µL −1 (two copies per µL −1 ) within 15 min. We also 
successfully amplifi ed the c-MET cDNA prepared from nons-
mall cell lung cancer cell (NSCLC, H1975) to show the utility 
of the optical cavity PCR method for the heterogeneous biolog-
ical samples as shown in Figure  4 e. In addition to its fast and 
sensitive nucleic acid amplifi cation, the cavity PCR is highly 
repeatable and reproducible. The cavity PCR was performed in 
series with different concentration of template DNA as shown 
in Figure S8 in the Supporting Information. The success rate of 
the cavity PCR with different concentrations of initial template 
DNA is plotted in Figure  4 f to show the excellent repeatability 
and reproducibility of the cavity PCR method. The success rate 
for extremely low concentrations can be further improved with 
a mass-manufactured cavity PCR chamber. The cavity PCR was 
also successfully operated by minimally trained undergraduate 
students (Figure S9, Supporting Information). The demonstra-
tion of the robust LED-driven optical cavity PCR indicates that 
 Figure 3.  LED-driven thermal cycling of cavity PCR. a) Representative temperature profi les of 30 optical cavity PCR thermal cycles with different 
chamber heights. For each height, 30 cycles from 94 °C (denaturation) to 68 °C (annealing/extension) were run. b) Time for 30 PCR thermal cycles with 
different chamber heights. c) Heating and cooling rates as a function of the cavity PCR chamber height. An increase in the chamber height increases 
the cycle time and decreases the heating/cooling rates. d) Measured temperature distribution at 94 °C (denaturation) and 68 °C (annealing/extension) 
during 30 thermal cycles with different chamber heights. e) Comparison of temperature profi les during thermal cycling between position 1 (reference 
chamber) and position 2 (cavity PCR chamber) to ensure that both chambers are heated at the same rate. The inset displays a photograph of the PCR 
chamber holder, showing positions 1 and 2.
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this method is an ideal candidate for implementation into POC 
platforms that require fast, accurate, and reliable nucleic acid 
amplifi cation. 
 The optical cavity PCR used in this study was effective in 
not only fast PCR thermal cycling but also reliable nucleic acid 
amplifi cation, yielding results comparable to the conventional 
benchtop PCR system. Providing the test results within 30 min 
is necessary to make a single visit to the POC viable. [ 11 ] Our 
cavity PCR can meet this requirement because it can accomplish 
30 PCR thermal cycles within 4–10 min and can amplify nucleic 
acid concentrations as low as 10 −8 ng µL −1 (two copies per µL) 
within 15 min. By optimizing the thickness of the thin Au fi lms 
of the cavity, light absorption can be uniformly absorbed at the 
top and bottom thin Au layers of the cavity, resulting in excel-
lent temperature uniformity with a difference of only 1.9 °C and 
0.2 °C at 94 °C and 68 °C, respectively. As a result, cavity PCR 
shows excellent repeatability and reproducibility due to its excel-
lent temperature uniformity and precise temperature accuracy. 
In general, the faster the thermal cycling is driven, the greater 
the variation of the temperature across the PCR sample will be, 
due to thermal inertia. [ 11 ] However, in the optical cavity PCR, 
there is not a signifi cant difference in the temperature accuracy 
with different sample volumes, ranging from 1.3 to 10 µL. This 
could be due to not only the low thermal mass but also the fast 
heat transfer between the thin Au fi lm and the PCR mixture 
through the ultrathin 50 nm thick SiO 2 passivation layer. At 
present, the power consumption for heating is relatively high 
(≈20 W) compared to previous work (≈3 W) [ 29 ] because seven 
LEDs on a single PCB were chosen to have a wide beam waist 
for heating the reference and cavity PCR chambers at the same 
rate. However, by using two 3 W LEDs for each reference and 
cavity PCR chamber, the power consumption could be further 
reduced (≈6 W). Our current efforts are focused on real-time 
quantitative PCR (qPCR) using fl uorescent detection as well as 
integrating multiple wells to allow for high-throughput multi-
plexed amplifi cation. Although the gel electrophoresis is con-
sidered as one of the gold standards for the analysis of PCR 
byproduct from conventional PCR, the result would not be com-
pletely quantitative, and additional steps are required. There-
fore, the fl uorescent detection for the real-time qPCR is highly 
required, and we are investigating the real-time optical cavity 
PCR method for quantitative analysis. For the high-throughput 
multiplexed amplifi cation, a LED array for the simultaneous 
heating of multiple wells can be used, but this also can increase 
the power consumption. To challenge the power consumption 
issue for multiple wells applications, optimization for the size 
of the cavity PCR chamber and uniform light distribution from 
the LED array to ensure simultaneous heating of multiple wells 
should be considered as our future work. 
 3.  Conclusion 
 In conclusion, we demonstrated a fast and reliable optical cavity 
PCR method for nucleic acid amplifi cation. The optical cavity, 
which comprised two thin Au fi lms with different thicknesses, 
shows excellent temperature uniformity and accurate tempera-
ture controllability. We achieved fast 30 thermal cycles between 
 Figure 4.  Nucleic acid amplifi cation using cavity PCR. a) Results from 2% agarose gel demonstrating a clear trend of increased PCR byproduct with 
an increase in PCR cycle numbers. b) Image of 2% agarose gel with different heights of cavity PCR chamber. For the comparison, the same volume 
(2 µL) of PCR byproduct was used for gel electrophoresis. c) Summary of total amplifi cation time for the benchtop and cavity PCR. The reaction time 
for the benchtop is based on the cycling protocol recommended by the manufacturer. A 70%–85% reduction in total reaction time can be achieved. 
d) Results from 2% agarose gel demonstrating a trend in band intensity with different concentrations of initial c-MET cDNA. The lowest concentration 
of template DNA is 10 −8 ng µL −1 (two copies per µL). e) Results from 2% agarose gel showing the amplifi cation of c-MET cDNA prepared from NSCLC 
cell for the heterogeneous biological sample. (Standard: c-MET cDNA purchased from Sino Biological Inc.) f) Success rate (%) of the cavity PCR with 
different concentrations of c-MET cDNA ( n = 7 for 10 −5 , 10 −6 , 10 −7 ng µL −1 ,  n = 19 for 10 −8 ng µL −1 ).
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94 °C (denaturation) and 68 °C (annealing/extension) within 
4–10 min for 1.3–10 µL volume. Using the optical cavity PCR 
method, we reliably amplifi ed cMET cDNA with concentra-
tions ranging from 10 −5 to 10 −8 ng µL −1 (two copies µL −1 ) in less 
than 5–15 min. In addition, we demonstrated the repeatability 
and reproducibility of our cavity PCR method. We propose that 
this simple and robust ultrafast cavity PCR is ideal for POC 
diagnostics. 
 4.  Experimental Section 
 Fabrication of the Optical Cavity PCR Chamber : The 1 mm thick PMMA 
sheets for the top and bottom layer of the optical cavity, as well as 100, 
200, 400, and 750 µm thick PMMA sheets for the cavity chamber, were 
cut with a VersaLASER VL-200 laser cutting system (Universal Laser 
System, Inc., Scottsdale, AZ, USA). The top layer was incubated in an 
oven at 56 °C for 6 h to allow for annealing of the damaged regions 
sustained from laser cutting. The bottom and the cavity chamber layers 
were fi rst bonded together using thermal bonding at 140 °F with a 
pressure of 0.2 metric ton after a UV/ozone treatment of the PMMA 
sheets for 10 min. Then, the bottom (bonded with the cavity chamber 
layer) and top layers were cleaned with 70% ethanol twice for 10 min, 
rinsed with deionized (DI) water, and dried using N 2 . Thin Au fi lms with 
different thicknesses (10, 20, 40, 80, and 120 nm) were deposited on the 
bottom and top PMMA sheets by electron beam (E-beam) evaporation 
under a base pressure of 2 × 10 −7 Torr. A 50 nm thick SiO 2 passivation 
layer was deposited over the thin Au fi lms by RF sputtering to prevent 
the inhibition of the PCR reaction by the thin Au fi lm. Finally, the bottom 
(bonded with the cavity chamber layer) and top layers were bonded 
together to form the optical cavity PCR chamber using thermal bonding 
at 140 °F with a pressure of 0.2 metric ton after a UV/ozone treatment of 
the PMMA sheets for 10 min. 
 Simulation : COMSOL Multiphysics software (Ver. 4.3) for the 2D axial 
symmetric heat transfer simulation was used. Details of the geometric 
and material properties for the simulation are shown in Figure S3 and 
Table S2 in the Supporting Information. The thin Au fi lms were placed 
on both the top and bottom PMMA sheets. For the bottom-only heating, 
only the bottom Au layer was the heat source (input power = 0.340 W), 
whereas for the cavity heating, both the top (input power = 0.185 W) 
and bottom Au (input power = 0.192 W) layers were the heat sources. 
The temperature was monitored at the middle of the chamber (red 
dot) to represent where the type-K thermocouple would be placed in 
the reference chamber for the temperature control. The simulation 
results corresponded well with the experimental results, as shown in 
Figure S10 in the Supporting Information. The different chamber heights 
(100, 200, 400, and 750 µm) were applied to the simulation to calculate 
the temperature distribution inside the PCR chamber at the denaturation 
and annealing temperatures of 94 °C and 68 °C, respectively. 
 LED-Driven Optical Cavity PCR Thermal Cycles : LEDs (Luxeon Rebel 
royal blue, seven LEDs mounted on a 40 mm round coolbase, peak 
wavelength of 447.5 nm, 6230 mW at 700 mA injection current, part 
number SR-02-R0800) were used for photothermal heating of the thin 
Au fi lms in the optical cavity, using a Keithley 2400 source meter. To 
focus the light from the LEDs, a lens (Polymer Optics 7 Cell Cluster 
Concentrator Optic array, part number 263) was employed. The 
temperature of the solution was monitored and recorded in real time by 
a type-K insulated thermocouple purchased from OMEGA Engineering 
(part number 5SC-TT-K-40-36) for thermal cycling. Temperature cycling 
using an LED, 80 mm cooling fan, source meter, and thermocouple 
was controlled through the LabVIEW program. A National Instruments 
(NI) 9213 16-channel thermocouple module with high-speed mode, 
auto zero, and cold junction compensation (CJC) was used for accurate 
temperature acquisition from the type-K thermocouple. 
 Preparation of the PCR Reagent and DNA Template : Human HGFR, 
or c-MET cDNA, was used as a template for the PCR. The c-MET DNA 
was purchased from Sino Biological Inc. KAPA2G Fast DNA polymerase 
(5 U µL −1 ), 5× KAPA2G Buffer A (1.5 × 10 −3  M MgCl 2 at 1×) and dNTP 
Mixture (10 × 10 −3  M each) were purchased from KAPA Biosystems. 
Forward primer (5′-GGACTGCAGCAGCAAAGCCAATTT-3′) and reverse 
primer (5′-TGTTGACGCTGCCACAGCTAATGA-3′) for a 116 base pair (bp) 
c-MET amplicon were purchased from Integrated DNA technologies. For 
the conventional benchtop PCR with recommended concentrations, the 
PCR reaction consisted of 0.08 µL KAPA2G DNA polymerase, 4 µL 5× 
KAPA2G buffer A, 0.4 µL dNTP mixture, 1 µL each forward and reverse 
c-MET primers (stock solution 10 × 10 −6  M ), 6.7 µL bovine serum 
albumin (BSA) (3% w/v stock solution for a fi nal concentration of 
10 µg µL −1 BSA) and 2 µL template cDNA. Water was added to bring the 
fi nal volume to 20 µL. To increase the amplifi cation effi ciency in the fast 
cycling cavity PCR, high concentrations of polymerase and primers were 
used, as previously reported. [ 30,31 ] The PCR reaction for the cavity PCR 
consisted of 0.4 µL KAPA2G DNA polymerase, 2 µL of 5× KAPA2G buffer 
A, 0.2 µL dNTP mixture, 1 µL each forward and reverse c-MET primers 
(stock solution 100 × 10 −6  M ), 3.3 µL of BSA (3% w/v stock solution for a 
fi nal concentration of 10 µg µL −1 BSA) and 1 µL of template DNA. Again, 
water was added until the reaction was brought to a fi nal volume of 10 µL. 
The concentration of c-MET cDNA also varied and was brought to as low 
as 10 −8 ng µL −1 (two copies per µL). A Bio-Rad C1000 thermal cycler with 
CFX96 real-time PCR detection system was used for the reference PCR 
system. PCR was performed at a volume of 20 µL for the benchtop and 
2.5, 5, and 10 µL for the cavity PCR with different chamber thicknesses. 
The PCR mixture was loaded into the optical cavity PCR chamber using 
a pipette until the inlet on the other side of the chamber had fi lled with 
fl uid, ensuring that no air bubbles would be formed during thermal 
cycling. The two inlets were sealed with PCR sealing tape to ensure that 
no bubble formed or to prevent the loss of fl uid. The cavity PCR chamber 
was placed in line with the reference chamber with the 120 nm thick 
Au fi lm on top, because this is the optimal confi guration for uniform 
light absorption and the maximum total absorption of the thin Au fi lms. 
After amplifi cation, a mixture of 10 µL of PCR byproduct (collected from 
the cavity PCR chamber using a pipette) and 10 µL of E-Gel sample 
loading buffer (Invitrogen) were loaded onto E-Gel 2% agarose gels with 
SYBR Safe DNA gel stain (Invitrogen) and run in an E-Gel iBase Power 
System (Invitrogen). A gel image was taken with an E-Gel Safe Imager 
Transilluminator. A 50bp DNA ladder was used to confi rm the size of 
the product. For the preparation of heterogeneous biological sample, 
RNeasy Plus Mini Kit (Qiagen, Redwood City, CA) was used to extract 
total RNA from NSCLC, H1975. Briefl y, the cells were lysed in the 350 µL 
RLT Plus Buffer containing 7 µL of 2  M dithiothreitol (DTT) by pipetting 
vigorously for 1 min. The homogenized lysate was transferred into the 
gDNA eliminator spin column and centrifuged at 14 000 rpm for 30 s. 
The RNA in the aqueous phase was mixed with 350 µL of 70% ethanol 
and transferred into an RNeasy Mini spin column. The precipitated RNA 
was captured in the column by centrifugation at 14 000 rpm for 30 s and 
washed with 700 µL of RW1 Buffer, followed by washing twice with 500 µL 
of RPE Buffer. To elute the purifi ed total RNA captured in the membrane 
of column, 42 µL of RNase-free water was added directly to the spin 
column membrane and collected in a clean tube by centrifugation at 
14 000 rpm for 1 min. Afterward, the extracted total RNA was reverse 
transcribed with iScript reverse transcription supermix for RT–qPCR 
(Bio-Rad, Hercules, CA) according to the manufacturer's protocol, and 
stored at −80 °C. The concentration of c-MET cDNA from NSCLC cell was 
measured around 10 −3 ng µL −1 by comparing threshold cycle ( C t ) value 
obtained via qPCR. For PCR amplifi cation, the sample was diluted ten 
times and used instead of c-MET cDNA purchased from Sino Biological 
Inc. In addition to c-MET cDNA, λ-DNA was also used as a template 
for PCR for initial cavity PCR optimization. The λ-DNA and Takara Z-Taq 
DNA polymerase (2.5 U µL −1 ), 10× Z-Taq Buffer (Mg 2+ plus, 30 × 10 −3  M ) 
and dNTP Mixture (2.5 × 10 −3  M each) were purchased from Takara Bio 
Company. Forward primer (5′-TGAAGTCTGCCCGTGTCGGTTATT-3′) and 
reverse primer (5'-ACCATCCGTCGGCAACCAGATAA-3′) were purchased 
from Integrated DNA Technologies. The PCR reaction to amplify a 
104 bp λ-DNA target with Z-Taq DNA polymerase included 0.5 µL Z-Taq 
DNA polymerase, 5 µL of 10× Z-Taq Buffer, 4 µL of dNTP mixture, 4.5 µL 
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of 10 × 10 −6  M primers (each), and 10 µL of BSA (50 µg), brought to 
50 µL with PCR-grade water. The fi nal concentration of the template 
λ-DNA varied from 0.01 to 10 ng µL −1 . 
 Supporting Information 
 Supporting Information is available from the Wiley Online Library or 
from the author. 
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